Accumulating evidence suggests that reticulocytes (RETs) in the peripheral blood of rats may represent a suitable cell population for use in the micronucleus assay, despite the ability of the rat spleen to selectively remove micronucleated erythrocytes from the peripheral circulation. To evaluate the analytical performance of a previously described flow cytometric method (Torous et al., 2003, Toxicol. Sci. 74, 309-314) that may allow this assay to be conducted using peripheral blood in lieu of bone marrow sampling, we compared the sensitivity and performance characteristics of the flow cytometric technique with two established microscopy-based scoring methods. Peripheral blood samples from single Sprague-Dawley rats treated for 6 days with either vehicle or cyclophosphamide were prepared in replicate for scoring by the three methods at different laboratories. These bloodbased measurements were compared to those derived from bone marrow specimens from the same animals, stained with acridine orange, and scored by microscopy. Through the analysis of replicate specimens, inter-and intralaboratory variability were evaluated for each method. Scoring reproducibility over time was also evaluated. These data support the premise that rat RETs harvested from peripheral blood are a suitable cell population to assess genotoxicant-induced micronucleus formation. The interlaboratory comparison provides evidence of the general robustness of the micronucleus endpoint using different analytical approaches. Furthermore, data presented herein demonstrate a clear advantage of flow cytometry-based scoring over microscopy-significantly lower inter-and intralaboratory variation and higher statistical sensitivity.
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The in vivo rodent erythrocyte micronucleus (MN) test is widely used in research and regulatory safety assessment to evaluate the potential of chemical and physical agents to cause chromosomal damage. Historically, MN studies based on rat peripheral blood have been avoided as it has been assumed that the efficiency by which the rat spleen filters out erythrocytes with intracellular inclusions would reduce assay sensitivity (Hayashi et al., 2000; Wakata et al., 1998) . However, accumulated data suggest that peripheral blood from intact rats can be used effectively to detect chemical-induced genotoxicity (Abramsson-Zetterberg et al., 1999; Asanami et al., 1995; Hamada et al., 2001; Hayashi et al., 1992; Hynes et al., 2002; Romagna and Staniforth, 1989; Torous et al., 2000 Torous et al., , 2003 Wakata et al., 1998) . Thus, it appears that MN studies using peripheral blood sampling in the rat have the potential to substitute for labor-intensive, bone marrow-based tests. In addition, the ability to use low-volume blood samples will facilitate integration of the assay into routine toxicology and/or pharmacokinetic studies and may make it unnecessary to conduct separate assays for the evaluation of chromosomal damage (Asanami et al., 1995; Hamada et al., 2001; MacGregor et al., 1995; Wakata et al., 1998) .
Before rat blood-based MN assays gain wider acceptance, especially in the context of regulatory testing requirements, additional information that allows direct comparisons between bone marrow and blood data is needed. Furthermore, the performance characteristics of the most widely utilized scoring techniques require further study. The experiments described herein were designed to address these issues of analytical performance by directly comparing values in blood and bone marrow obtained at different laboratories with three widely used methodologies, comparing values derived from two microscopy-based methods with a flow cytometry-based method that incorporates a calibration standard.
For each of the three scoring techniques, at least three proficient laboratories received replicate, coded samples for reticulocyte (RET) and MN-RET scoring. Proficiency was assumed based on the high level of training that has occurred at these laboratories (L1, L2, L3, L5, L6, and L7) and/or the frequency with which they contribute in vivo rodent MN data for regulatory submission purposes (L9, L10, and L11). See Table 1 for more detailed information regarding collaborating laboratories.
Data presented herein describe the performance characteristics of the three scoring methods evaluated, address the sensitivity of the rat peripheral blood compartment for detecting genotoxicant-induced micronuclei, and support recommendations concerning the minimum number of rat blood RET that should be evaluated for micronuclei.
MATERIALS AND METHODS
Chemicals and other reagents. Cyclophosphamide (CP) was purchased from Sigma, St Louis, MO. Acridine orange (AO)-coated slides used for supravital staining, prepared according to the method of Hayashi et al. (1990) , were provided by the National Institute of Health Sciences, Japan. Flow cytometry reagents, including fixed malaria-infected rat blood (malaria biostandard) were from Rat MicroFlow PLUS Kits contributed by Litron Laboratories (available from Litron Laboratories, Rochester, NY and BD Biosciences PharMingen, San Diego, CA).
Animals and treatment regimens. Animal studies were conducted in compliance with guidelines of the National Research Council (1996) ''Guide for the Care and Use of Laboratory Animals'' and were approved by the appropriate Institutional Animal Care and Use Committees. Two female Sprague-Dawley rats, 4-to 5-weeks old, were purchased from Taconic, Germantown, NY. Animals were housed singly and were assigned randomly to treatment groups. The animals were acclimated for approximately 2 weeks before the experiment was initiated. Food and water were available ad libitum throughout the acclimation and experimentation periods. One rat was treated via oral gavage with distilled water, and the other rat was treated by the same route with 10 mg CP/kg/day for 6 consecutive days.
Blood/bone marrow sample collection and storage. Each day, before vehicle or CP treatment, low-volume blood samples (approximately 100 ll) were collected from the tail vein using a 26.5-gauge needle and syringe after a brief warming period under a heat lamp. These samples were fixed for flow cytometric analysis of RETand MN-RET frequencies according to procedures described in the Rat MicroFlow PLUS manual (v020213). Fixed samples were stored at ÿ 85°C until
analysis. Approximately 24 h after the last administration of vehicle or CP, blood samples were collected into tubes containing heparin solution (500 USP units heparin per milliliter of phosphate buffered saline) as follows: into a small tube containing 75 ll heparin solution, blood was collected until a final volume of approximately 750 ll was obtained; into a second tube containing 5 ml heparin solution, approximately 1 ml blood was collected. To tubes with the 750 ll blood suspension, an equal volume of heat-inactivated fetal bovine serum (FBS) was added. These FBS-diluted suspensions were used to prepare replicate AOsupravital (SV) slides (8 ll per slide) according to the method of Hayashi et al. (1990 Hayashi et al. ( , 1992 . These slides were frozen, shipped to collaborating SV-AO laboratories on dry ice, and stored frozen until analysis. FBS-diluted blood suspensions were also used to prepare slides for conventional acridine orange staining of methanol-fixed smears (MeOH-AO) staining (5 ll per slide). These blood smears were prepared by drawing the cell suspensions behind a second slide with smoothed edges (a ''spreader slide''). These smears were allowed to air dry and were then fixed with absolute methanol for 10 min. The slides were stored in a slide box until they were shipped to collaborating MeOH-AO laboratories for MN scoring according to their standard operating procedures. Replicate bone marrow slides were prepared as smears, air dried, methanol fixed, and shipped similarly. These bone marrow cells were harvested from two femurs per rat, whereby both ends of each femur were cut and its contents flushed with 1 ml FBS. The cells were centrifuged at approximately at 1100 rpm for 5 min and then resuspended with approximately 600 ll FBS. As with the peripheral blood, 5 ll of cell suspension was applied to each slide. The 6 ml heparinized peripheral blood suspensions were fixed with ultracold methanol according to procedures described in the Rat MicroFlow PLUS manual (v020213) in order to preserve cells for flow cytometric analysis.
These cell suspensions were stored at ÿ 85°C until analysis or shipment on dry ice to collaborating flow cytometry laboratories. The samples obtained were divided into three identical pools, and replicate samples of each pool were provided to participating laboratories with three separate codes. Thus, laboratories received triplicate samples of each condition, but were not aware that they were from an identical pool. Thus, the analyses conducted allow assessment of both intralaboratory variability of replicate analysis of identical samples and interlaboratory variability of the same analysis. Each laboratory also conducted analysis of each of these pools on three separate occasions, allowing assessment of variability of analysis over time.
Standard acridine orange slide scoring (MeOH-AO). Blood and bone marrow smears were scored using the MeOH-AO scoring technique at the Food and Drug Administration-National Center for Toxicological Research laboratory (L1) and three contract testing laboratories (L9, L10, and L11). Methanol fixation leads to a diffuse distribution of RNA, and erythrocytes are classified as normochromatic or as RETs based on the presence or absence of RNA-associated fluorescence. This technique is not well suited for visually classifying subpopulations of RETs. RET frequencies were determined by inspecting 500 or 1000 total erythrocytes per bone marrow or blood sample, respectively. MN-RET incidence was determined by inspecting 2000 RETs per sample. At L1, micronuclei were defined by the criteria of Schmid (1976) with the added requirements that they exhibit the characteristic yellow to yellow-green fluorescence characteristic of AO staining and that they exhibit the smooth boundary expected from a membranebound body. Laboratories L9, L10, and L11 were instructed to follow the standard operating procedures they use for regulatory submissions to support new drug or food additive development. Thus, the acquisition of data by these facilities allows for comparisons with three highly experienced contract laboratories under conditions associated with regulatory testing.
Supravital acridine orange slide scoring (SV-AO). Laboratories L5, L6, and L7 scored peripheral blood samples using the SV-AO scoring technique. This staining procedure aggregates RNA, leading to punctate staining patterns. These staining characteristics allow RET to be classified into four age cohorts: Type I (youngest) through Type IV (oldest) RETs as described by Hayashi et al. (1990 Hayashi et al. ( , 1992 . The frequency of MN-RETs was determined by analyzing 2000 Type I and Type II RETs (L5 and L7) or 2000 Type I RETs (L6). An index of cytotoxicity was obtained by inspecting at least 400 RETs and calculating the percentage of Type I and Type II RET among total RETs (L5 and L7) or the percentage of Type I RETs among Type I and Type II RETs (L6). AO-coated slides were purchased from TOYOBO (Osaka, Japan). Supravitally stained triplicate slides were frozen and sent to the Japanese reference laboratory (Nitto Denko) with dry ice. Each set of slides was also sent to two other laboratories for replicate scoring by fluorescence microscopy.
Flow cytometry-based scoring. Methanol-fixed blood samples were washed and labeled for flow cytometric analysis by L1, L2, and L3 according to procedures described in the Rat MicroFlow PLUS Kit (v020213) . Samples were analyzed with 488-nm capable instruments (FACSCalibur, FACSort, and FACScan, all from Becton Dickinson, San Jose, CA). Anti-CD71-FITC and propidium iodide fluorescence signals were detected in the FL1 and FL3 channels, respectively (stock filter sets). Calibration of the flow cytometers for the MN scoring application, across laboratories and between experiments within each laboratory, was accomplished by staining Plasmodium berghei-infected rat blood (malaria biostandards) in parallel with test samples on each day of analysis Tometsko et al., 1993; Torous et al., 2001) . By adjusting voltages applied to the photomultiplier tube, it was possible to standardize the FL3 fluorescence channel into which erythrocytes with single (MN like) parasites fell. In this manner, analysis regions were consistent across laboratories and between experiments. Flow cytometry-based MN-RET measurements reported herein are based on an immature fraction of peripheral blood RETs (approximately the youngest 30-50% of propidium iodide-positive erythrocytes, based on CD71 expression level; Torous et al., 2001 Torous et al., , 2003 . This is thought to be analogous to scoring the youngest (Types I and II) RETs using the SV-AO method, which may be beneficial in view of reports which have suggested that the influence of rat spleen filtration function can be minimized by scoring the younger RETs (Abramsson-Zetterberg et al., 1999; Hayashi et al., 1992; Hynes et al., 2002; Torous et al., 2000 Torous et al., , 2003 . Data were acquired with CellQuest software (v3.3, BD-Immunocytometry Systems, San Jose, CA), with the stop mode set so that 20,000 high CD71-expressing RETs were analyzed per blood sample. The number of mature (CD71 negative) erythrocytes was determined concurrently, providing an index of cytotoxicity (%RETs).
Calculations. All calculations were performed with Excel (Office X for Mac or Microsoft Office Excel 2002 for XP Windows Professional, Microsoft Corp., Seattle, WA). The incidences of MN-RETs are expressed as frequency percent. The percentage of RETs among total erythrocytes was measured by the flow cytometric and MeOH-AO laboratories and served as an index of bone marrow cytotoxicity. The three SV-AO laboratories used percentage of RETs in different stages of maturity as an index of toxicity; therefore, these indices are not directly comparable to those obtained by the flow cytometric and MeOH-AO microscopy laboratories. Percent coefficient of variance values (%CV, i.e., standard deviation (SD) as percent of the mean) were used to describe intralaboratory variability associated with multiple readings of replicate samples and also interlaboratory variation of vehicle control and CP-induced MN-RET measurements that were pooled according to scoring method.
RESULTS AND DISCUSSION

Confirmation of Steady State
RET and MN-RET measurements obtained from the daily low-volume blood specimens were analyzed to confirm that the MN-RET frequency of the vehicle-treated animal was stable over the duration of the experiment and that CP treatment caused the MN-RET frequency to increase to a steady-state level of approximately 10-fold the control frequency (Fig. 1) . Since the frequency of MN-RETs was at steady state in both cases, the values in bone marrow and peripheral blood should be directly comparable-that is, expected to be equal in the absence of selective removal of MN-RETs from blood or methodological differences in measurement. Thus, the samples collected in this manner allow the direct comparisons between measurements in the bone marrow and blood compartments that follow. The use of large samples from a single treated and a single control rat allows differences in methodology and scoring laboratory to be assessed independently of sample variation.
The dose of CP (10 mg/kg/day) had a moderate effect on erythropoiesis, as indicated by the decline in RET frequency (terminal day specimen showed a greater than 50% decrease from pretreatment value; see Fig. 1, panel a) . This level of bone marrow cytotoxicity is well within the range of target toxicity recommended by current regulatory guidances (i.e., 80%, see Organisation for Economic Cooperation and Development, 1997, Guideline 474; U.S. Food and Drug Administration, 2000.
To illustrate the nature and source of the flow cytometrybased data described above, bivariate fluorescence intensity plots are provided (Fig. 2) . Note the appearance of micronuclei on Day 1 in the very youngest (highest anti-CD71-FITC fluorescence) RETs (Panel b) and the more uniform distribution among RETs after a steady state has been reached on Day 3 of treatment (Panel c). Panel (d) illustrates the use of the malaria biostandard, with distinct fluorescence intensities corresponding to inclusion of one, two, or three parasites. This allows the instrument settings to be standardized to the DNA content of the parasite, which is controlled biologically to a quantity similar to that in an average MN. For research purposes, the regions may be adjusted to allow measurements in different age populations of RETs and/or micronuclei with different DNA contents. For analytical purposes, the standard can be used to achieve comparable instrument performance across time within a laboratory or across different instruments in different laboratories.
Intra-and Interlaboratory Variability
Replicate bone marrow and/or peripheral blood specimens obtained after 6 consecutive days of treatment were provided to each collaborating laboratory. As noted above, the frequencies of MN-RETs were at steady state and therefore not changing as a function of time. Each laboratory received three separately coded samples from each of the high and low MN-RET frequency pools but were not aware that the three separately coded samples were identical. Tabular values are the means of the values of the three separately coded samples. Values are the mean of three separately coded, but identical, samples. By ''Pooled'' it is meant that like-method data from two, three, or four laboratories were combined for these calculations. Only data from the two SV-AO laboratories that measured toxicity similarly (%Type I þ II/I-IV) were combined for these calculations.
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Most laboratories detected a reduction in %RET for the CPtreated rat (see Table 2 ). However, this was somewhat variable across microscopy-based laboratories, especially when the MeOH-AO technique was used to evaluate bone marrow specimens. In two of the three laboratories that scored both bone marrow and peripheral blood, peripheral blood measurements demonstrated greater CP-associated reduction of %RETs than in bone marrow. Intra-and interlaboratory %CV values for the replicate RET analyses are presented in Table 2 . Flow cytometric measurements were more consistent within and across laboratories than microscopic scoring. For instance, vehicle control specimens' %CV for pooled laboratory MeOH-AO/bone marrow data was 13.6%, while the corresponding blood-based analyses for flow cytometric, SV-AO, and MeOH-AO techniques were 1.93, 6.5, and 12.5%, respectively.
The interlaboratory %CV values for MN-RET determinations and the intralaboratory %CV values for the triplicate blinded analyses conducted within each laboratory are provided in Table 3 . The flow cytometric analyses demonstrate superior intra-and interlaboratory consistency relative to both microscopy-based methods. %CV values for MN-RET measurements performed on vehicle control blood specimens pooled across like-method laboratories were 26.5, 94.3, and 85.6% for the flow cytometric, SV-AO, and MeOH-AO methods, respectively, and 80.5% for MeOH-AO scored bone marrow. Analogous %CV values for CP blood samples were 7.6, 24.7, Values are the mean of three separately coded, but identical, samples. By ''Pooled'' it is meant that like-method data from three or four laboratories were combined for these calculations. 88 DERTINGER ET AL. and 48.2%, respectively, and 29.1% for MeOH-AO scored bone marrow.
Fold difference values based on each laboratory's average MN-RET frequencies, as well as for like-method pooled data, are also presented (Table 3) . It was somewhat surprising that the fold difference in MN-RETs between vehicle and CPassociated blood specimens, as well as absolute MN-RET frequencies, were no higher with the flow cytometric or SV-AO techniques than with the conventional MeOH-AO method as it has been reported that restriction of MN analysis to an immature RET cohort based on RNA content or CD71 expression levels could reduce, if not eliminate, the influence of the spleen's erythrophagocytotic activity (Abramsson-Zetterberg et al., 1999; Hayashi et al., 1992) . Splenic activity and its effects on assay sensitivity for blood-based analyses have been investigated thoroughly, and these data are discussed in a companion paper that appears in this issue (MacGregor et al.) .
Intralaboratory Variability Across Time
In addition to the inter-and intralaboratory analyses, an evaluation of scoring reproducibility over time was studied. This was accomplished by having flow cytometry laboratories analyze coded peripheral blood specimens on three or four different occasions, while triplicate vehicle and CP bone marrow slides were submitted to L9, L10, and L11 laboratories for analysis on two separate occasions. Reagents were prepared separately for each day of analysis. The resulting repeatanalysis RET data are presented in Figure 3 and demonstrate higher reproducibility for the multiple flow cytometric analyses compared to MeOH-AO.
As with RET enumeration, repeat-analysis MN-RET microscopy data were also quite variable. For instance, laboratories using the MeOH-AO method reported average CP-induced values that differed from their original mean reading by 19.4, 50.9, 58.4, and 8.6% (L1, L9, L10, and L11, respectively; see Fig. 4 ). Repeat-analysis MN-RET data generated by the flow cytometric technique were considerably more reproducible as average values were all within 11% of the originally reported mean frequencies. It should also be noted that the fourth flow cytometric analyses by L2 was performed more than 2 years after blood fixation, demonstrating this procedure's compatibility with long-term storage of fixed blood specimens.
CONCLUSIONS
Distribution of replicate bone marrow and blood specimens obtained from single rats that were first shown to exhibit steady-state spontaneous or genotoxicant-induced MN-RET frequencies were used to assess inter-and intralaboratory scoring variability using two widely used microscopic and one flow cytometric procedure. These results demonstrate that the quantification of MN-RETs benefits from an objective flow cytometry-based method of data acquisition. The flow cytometric method provides better reproducibility, and the high throughput capability allows interrogation of tens of thousands of RETs per specimen. Enhanced scoring precision is important as it is necessary to offset the spleen-dependent loss of dynamic range observed in peripheral blood relative to bone marrow-a phenomenon that was observed in this as well as other reports (MacGregor et al., this issue; Wakata et al., 1998) . A recent report by Torous et al. (2006) delineates the consequential improvements to assay power when the number of cells scored per specimen is increased and supports this view.
Beyond overcoming lower genotoxicant-induced MN-RET frequencies in blood relative to bone marrow, further incentive for automating rat peripheral blood MN-RET measurements comes from a recent recommendation of the In Vivo MN Assay Expert Group of the International Working Group on Genetic Toxicology Testing (IWGT; Hayashi et al., in press ). Specifically, IWGT has recommended that a sufficient number of RETs should be scored to ensure that the MN-RET counting error is kept below the level of interanimal variability. This allows the sensitivity of the experiment to be limited by the variability of spontaneous MN-RET frequency among animals, rather than being limited by the statistical variation of count. Based on the flow cytometric scoring of 20,000 peripheral blood RETs from each of the 15 control animals from the three experiments reported in the MacGregor et al. companion paper in this issue (laboratory L2, the reference laboratory), we find that the mean incidence of MN-RET ± 1 SD is 0.11% ± 0.045. This is a 41% CV. Poisson distribution theory allows us to calculate that 6 MN-RETs per animal must be scored to limit counting error to this level of variation (SD of the Poisson count ¼ ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi ffi absolute count p ). At a spontaneous MN-RET frequency of approximately 0.1%, this means that an average of 6000 RETs per individual need to be scored for micronuclei in order to achieve a CV that is at or below the interanimal variance. This is a significantly higher number of RETs per animal than required to be scored under the current OECD MN assay guideline (which recommends scoring 2000 RETs per animal) and is difficult to achieve by manual microscopic scoring.
In conclusion, the data presented herein and in the companion paper that follows support the growing consensus that rat peripheral blood can be used to perform in vivo MN tests more effectively than the standard bone marrow-based assay. The ability of the described automated scoring procedure to greatly enhance the precision of MN-RET measurements overcomes the somewhat attenuated genotoxicant-induced frequencies observed in peripheral blood relative to bone marrow. This conclusion is supported by experiments described in the accompanying paper whereby intact and splenectomized rats were treated with diverse genotoxicants (MacGregor et al., this issue).
